
JUL 1 4 2005

510(k) Summary

1.0 SUBMITTER INFORMATION

1.1 Submitter: SHIMADZU MEDICAL SYSTEMS
20101 South Vermont Ave.
Torrance, CA 90502-1328
PH: 310-217-8855
FX: 310-217-8869

1.2 Contact: Randal Walker

1.3 Date: March 31, 2006

2.0 DEVICE NAME

2.1 Proprietary Name: sarano

2.2 Common Name: Ultrasound Imaging System

2.3 Classification: Ultrasonic Pulsed Echo Imaging System
FR # 892.1560, Product Code 90-IYO

Diagnostic Ultrasound Transducer
FR # 892.1570, Product Code 90-ITX

2.4 Predicate Device: Shimadzu Corporation SDU- 1100 (KO50510, 4/1/05)

3.0 DEVICE DESCRIPTION
The sarano is a mobile diagnostic ultrasound system. This system has flat linear array,
convex linear and with a frequency range of approximately 2 to 15 MHz. It has B
mode, M mode, or in a combination of modes.

4.0 INTENDED USE
The sarano is intended for the following applications:
Fetal, Abdominal, Pediatric, Small Organs (Specify), Neonatal Cephalic, Adult
Cephalic, Cardiac, Transrectal, Transvaginal, Peripheral Vascular, Musculo-skeletal
Superficial and Musculo-skeletal Conventional.



5.0 SAFETY CONSIDERATIONS
The sarano has been designed to meet the following voluntary and measurement
standards:

* IEC 60601-1 Safety of Medical Electric Equipment
* AIUM NEMA UD2 Acoustic Output Measurement Standard for Diagnostic

Ultrasound Equipment
* Acoustic Output Measurement and Labeling Standard for Diagnostic

Ultrasound Equipment Revision I (AIUM 1998)
* AIUM NEMA UD3 Standard for Real-time Display of Thermal and

Mechanical Acoustic Output Indices on Diagnostic Ultrasound Equipment



DEPARTMENT OF HEALTH & HUMAN SERVICES Public Health Service

Food and Drug Administration
9200 Corporate Boulevard
Rockville MD 20850

JUL 1 4 2006

Mr. Randal Walker
National Service Manager
Shimadzu Medical Systems
20101 South Vermont Avenue
TORRANCE CA 90502-1328

Re: K061641
Trade Name: EchoView/Shimasonic Diagnostic Ultrasound System - sarano
Regulation Number: 21 CFR §892.1560
Regulation Name: Ultrasonic pulsed echo imaging system
Regulation Number: 21 CFR §892.1570
Regulation Name: Diagnostic ultrasonic transducer
Regulatory Class: II
Product Code: IYO and ITX
Dated: May 12, 2006
Received: June 13, 2006

Dear Mr. Walker:

We have reviewed your Section 5 10(k) premarket notification of intent to market the device
referenced above and we have determined the device is substantially equivalent (for the
indications for use stated in the enclosure) to legally marketed predicate devices marketed in
interstate commerce prior to May 28, 1976, the enactment date of the Medical Device
Amendments, or to devices that have been reclassified in accordance with the provisions of the
Federal Food, Drug, and Cosmetic Act (Act). You may, therefore, market the device, subject to
the general controls provisions of the Act. The general controls provisions of the Act include
requirements for annual registration, listing of devices, good manufacturing practice, labeling,
and prohibitions against misbranding and adulteration.

This determination of substantial equivalence applies to the following transducers intended for
use with the sarano Diagnostic Ultrasound System, as described in your premarket notification:
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Transducer Model Number

L040-120HU VA40R-035U L072-050U
L040-10OU VA57R-0375WU VA20R-035U
L070-075U TV11R-055U VA57R-0375U

VA11R-055U ECIIR-055U
VA13R-035U UBIOR-065U

If your device is classified (see above) into either class 11 (Special Controls) or class III (PMA),
it may be subject to such additional controls. Existing major regulations affecting your device
can be found in the Code of Federal Regulations, Title 21, Parts 800 to 898. In addition, FDA
may publish further announcements concerning your device in the Federal Register.

Please be advised that FDA's issuance of a substantial equivalence determination does not mean
that FDA has made a determination that your device complies with other requirements of the Act
or any Federal statutes and regulations administered by other Federal agencies. You must
comply with all the Act's requirements, including, but not limited to: registration and listing (21
CFR Part 807); labeling (21 CFR Part 801); good manufacturing practice requirements as set
forth in the quality systems (QS) regulation (21 CFR Part 820); and if applicable, the electronic
product radiation control provisions (Sections 531-542 of the Act); 21 CFR 1000-1050.

This determination of substantial equivalence is granted on the condition that prior to shipping
the first device, you submit a postclearance special report. This report should contain complete
information, including acoustic output measurements based on production line devices, requested
in Appendix G, (enclosed) of the Center's September 30, 1997 "Information for Manufacturers
Seeking Marketing Clearance of Diagnostic Ultrasound Systems and Transducers." If the special
report is incomplete or contains unacceptable values (e.g., acoustic output greater than approved
levels), then the 510(k) clearance may not apply to the production units which as a result may be
considered adulterated or misbranded.

The special report should reference the manufacturer's 5 10(k) number. It should be clearly and
prominently marked "ADD-TO-FILE" and should be submitted in duplicate to:

Food and Drug Administration
Center for Devices and Radiological Health
Document Mail Center (HFZ-401)
9200 Corporate Boulevard
Rockville, Maryland 20850

This letter will allow you to begin marketing your device as described in your premarket
notification. The FDA finding of substantial equivalence of your device to a legally marketed
predicate device results in a classification for your device and thus permits your device to
proceed to market.
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If you desire specific advice for your device on our labeling regulation (21 CFR Part 801), please
contact the Office of Compliance at (240) 276-0120. Also, please note the regulation entitled,
"Misbranding by reference to premarket notification" (21CFR Part 807.97). You may obtain
other general information on your responsibilities under the Act from the Division of Small
Manufacturers, International and Consumer Assistance at its toll-free number (800) 638-2041 or
(240) 276-3150 or at its Internet address http://www.fda.gov/cdrh/industry/support/index.html

If you have any questions regarding the content of this letter, please contact Andrew Kang, M.D.
at (301) 594-1212.

Sincerely yours,

f Nancy C. Brogdon
Director, Division of Reproductive,
Abdominal and Radiological Devices

Office of Device Evaluation
Center for Devices and Radiological Health

Enclosure(s)



Prescription Use (Per 21 CFR 801.109)

Ultrasound Device Indications Statement Page 1 of 13

510(k) Number (if known): K 6 / t /l t

Device Name: Diagnostic Ultrasound System sarano. system

Fill out one form for each ultrasound system or transducer.

Indications for use: Diagnostic ultrasound imaging or Doppler analysis of the human body as follows:

Mode of Operationr

Choice) Applcation A B Al PWD CWD Color Power Color Combined Tissue Other
Doppler (Amphtude) Velocity (Speci)* Harmonic (Specify)

Doppler Imagir g l 9magin

Ophthalmic

Fetal N N N N
Abdominal N N IN N
Intra-operalive
(Specify)
Intra-operative
Neurological
Pediatric

Small Organ
(Specify) *

Neonatal
Cephalic
Adult Cephalic
Cardiac N N N N
Transesophageal
Transrectal N N N N
Transvaginal N N N N
Transurethral
Intravascular
Peripheral Vascular N N N N
Laparoscopic
Musculo-skeletal N N N N
Conventional
Musculo-skeletal N N N N
Superficial

Other (Specifv)
N= new indication: P= previous!) cleared by FDA; E= added under Appendix E

Other Indications or Modes:
* Thvroid. Testicles. Breast

· B/M

(PLEASE DO NOT WRITE BELOW THIS LINE-CONMNJE ON ANOTHER PAGE IF NEEDED)
Concurrnce of CORI) Officc o£CDevice Evaluaion (ODE)

Prescription Use



Prescription Use (Per 21 CFR 801.109)
Ultrasound Device Indications Statement Page 2 of 14

5 10(k) Number (if known) : ; 0 /04 -

Device Name : Diagnostic Ultrasound System sarano. L,040-120HU

Fill out one form for each ultrasound system or transducer.

Indications for use: Diagnostic ultrasound imaging or Doppler analysis of the human body as follows:

Mode of Operation - -

Clinical Application A B )W PWVD CWLD Color Power Color Con, bid TM.u Other
Doppler (Amplitude) Velocity (:Spec~i) lnonc (peq

___________________ ~~~~~~~Doppler Imaging Imaging _____

Ophthalmic
Fetal
Abdominal
Intra-operative
(Specify)
Intrar-operalive
Neurological
Pediatric

Small Organ N N N N
(Specify)*
Neonatal
Cephalic
Adult Cephalic
Cardiac
Transesophageal
Transrectal
Transvaginal
Transurethral
Intravascular
Peripheral Vascular N N ____ ____ N N ____

Laparoscopic
Mutsculo-skeletal N N N N

Munscu-kleal N N N N
Superficial
Others (Spcif) ____

N= new indication; P= previously cleared by FDA; E added under Appendix E

Other Indications or Modes:
*Thyroid. Testicles, Breast

B/M

(PLEASEDWONOT WRITE BEl.OW THIS LINE-CONTI]NUE ON ANOTHIER PAGE IF NEEDED)

Prescription Zse _ _



Prescription Use (Per 21 CER 801.109)
Ultrasound Device Indications Statement Page 3 of 14

510(k) Number (if'known): Kc o06 / C , /
Device Name: Diapnostic Ultrasound System sarano. L040-100U

Fill out one form for each ultrasound system or transducer.

Indications for use: Diagnostic ultrasound imaging or Doppler analysis of the human body as follows:

________________ ~~Mode of Operation
Clinical Application A B Al PW'D CWD Color Power Color Combined Tisue Other

Doppler (Amp/itude) Velociev (Specfy) Harmotor (Specify)
Doppler Imagin g c

_________ ________ ______ _ ____ ___ _____ ___ ______ _ ________im aging _ _ _ _

Ophthalmic
Fetal
Abdominal
ino-a-operative
(Specify)
Intra-operative
Neurological
Pediatric

Small Organ N N N N
(Specify)*
Neonatal
Cephalic
Adult Cephalic
Cardiac
Transesophageal
Transrectal
Transvaginal
Transurethral
intrarvascular
Peripheral Vascular IN IN ___N N
Laparoscopic
Musculo-skIelfetal N NNN
Conventional
Musculo-skeletal N NNN
Superficial
Other (Spe~cif) _ _ _ _ _ _ _ _ _ _

N= new indication; P= previously cleared by FDA; E- added under Appendix E

Other Indications or Modes:
*Thyroid, Testicles. Breast
**B/MI

(PLEASE DO) NOT WRITE B3ELOWMIIS LINE-CONTINUE ON ANOTHER PAGE IF NEEDED)
Cocrec f CDRI I Ofrice FDccEvua1 o (ODE)

A bdomninalI

/~~~~~~~~~~~5



Prescription Use (Per 21 CFR 801.109)
Ultrasound Device Indications Statement Page 4 of 14

5 10(k) Number (if known) : o6~ 64 / .
Device Name : Diaanostic Ultrasound Svstem sarano- L070-075U

Fill out one form for each ultrasound system or transducer.

Indications for use: Diagnostic ultrasound imaging or Doppler analysis of the human body as follows:

Mode of Operation-
Clinica Application A B1 A PH'VD CWD Color Power Color Combined Tame Other

Doppler (Amplitude) Velocity (Specify)~ Huronnonc (SpeciM)
Doppler Imgig _____-_Iagn

Abdominal

intro-operative

Neurological
Pediatric

Small Organ N N N N
(Specify) * _ _ _ _ _ _ _ _ _ _ _ _ _ _ _ _ _ _ _ _ _ _ _ _ _ _

Neonatral
Cephalic_ _ _ _ _ _ __ _ _ _ _ _ _ __ _ _ _ _ _ _

Adult Cephalic _ _ _ _ _ _ _ _ _ _ _ _ _ _ _ _ _ _ _ _ _ _ _ _ _ _ _ _ _ _

Cardiac
Transesophageal
Tranjsrectal
Trans yogi nal
Transurethral
Intravascular
Peripheral Vascular N N ___________ _____ ____ N N

Laparoscopic
Musculo-skelelal N N N N
Conventional
Musculo-skeletal N N N N
Super~ficial
Others (Spec ify) _ _ _ _ _ _ _ _ _ _ _ _ _ _ _

N=new indication; P= previously cleared by. FDA; E~ added under Appendix E

Other Indications or Modes:
*Thyroid. Testicles. lBrest
~*B/Md

(PLEASE DO NOT WRITE BELOW THIS LINE-CONTINUE ON ANOTHER PAGE IF NEEDED)

Ccurccof CDR]II Officcof Dcucc E,.aiuao (ODE)

4 n~~d4#rirn

rI)7 nt

V~ ~ ~~'v/4
TZ OrpJtioIIc



Prescription Use (Per 21 CFR 801.109)

Ultrasound Device Indications Statement Page 5 of 14

5 10(k) Number (if known) : t(0" o /Z!~ /
Device Name : Dia nostic Ultrasound System sarano. VA] IR-055U

Fill out one form for each ultrasound system or transducer.

Indications for use: Diagnostic ultrasound imaging or Doppler analysis of the human body as follows:

Mode of Operation

Clinical Applicaton A B Al PWD! CWD! Color Po'er' Color Cobmbied Tisu Oilier
Doppler (Ampfitue) I'etocuty (Specg5') H'anonc (Specify)

___________________ ~~~~~~~Doppler ImAging I aig _ _ _ _ _

Ophthalmic __________ ____

Fetal N N_ _ N N _ _

Abdominal N N_ _ _ _ N N _ _

Intra-operdifive

Intra-operative
Neurological
Pediatric
Small Organ
(Specify)*i__
Neonatal
Cephalic
Adult Cephalic

Cardiac N N N N

ITransesophageal

T ransvrectal
Trans-vaginal
Transurethral
Intra-vascular _____

Peripheral Ioscular __________

Laparoscopic
Musculo-skeletal
Conventional _____ _____

Musculo-skeletal
Superficial
Others (Speci&i) -____

N= new~ indication; P= previously cleared by' FDA; E= added under Appendix E

Other Indications or Modes:
B/M

(PLEASE DO NOT WRITE IIELOW THIS LINE-CONTINUE ON ANOTHER PAGE IF NEEDED)

Cocrc f CDRII. Office ofDvice EvWuluto (ODE)

;44K
jon Off)

ir~frtvpAbdominal,
; 'f loes



Prescription Use (Per 21 CFR 801.109)

Ultrasound Device Indications Statement Page 6 of 14

510(k) Number (if known): I'( / {
'

Device Name: Diacnostic Ultrasound System samno. VA13R-035U

Fill out one form for each ultrasound system or transducer.

Indications for use: Diagnostic ultrasound imaging or Doppler analysis of the human body as follows:

Mode of Operation _________

Chnical Applocation A B Al PWD CWD Color Power Color Combined Tissue Other
Doppler (Amplitude) Velocity (Speify) Harmonic (Specify)

Doppler Imaging lmaging

Ophthalmic

Fetal N N N N

Abdominal N N N N

Intra-operative
(Specify)
Intra-operative
Neurological
Pediatric

Small Organ
(Specify) *

Neonatal
Cephalic
Adult Cephalic
Cardiac N N N N

Transesophageal
Transrectal
Transvaginal
Transurethral
Intravascular
Peripheral Vascular

Laparoscopic
Alusculo-skeletal
Conventional
Musculo-skeletal
Supe rficial
Others (Speciy)
N= new indication; P= previously cleared by FDA; E= added under Appendix E

Other Indications or Modes:

(PLEASE DO NOT WRITE BELOW Tills LINECONTINUE ON ANOTHER PAGE IF NEEDED)
Concwuracc of CDRH. Office of Device Evaluation (ODE)

"1 2:rr~ductivo, Abdominal,
Devices

VI



Prescription Use (Per 21 CFR 801.109)

Ultrasound Device Indications Statement Page 7l of 14

510(k) Number (if known): < c6 1 / 1 q 6
Device Name : Diagnostic Ultrasound System sarano. VA4OR-035U

Fill out one form for each ultrasound system or transducer.

Indications for use: Diagnostic ultrasound imaging or Doppler analysis of the human body as follows:

Mode of Operation ____==

Clinical A B U PWLV CWIJ Co/or Po'.er Color Combined Tisue Other
Application ~~~~~~~~Doppler (Amplitude) Velocity (Specify)~ Hlnonic (speakt

Appl___ca __ion __Doppler Imaging ______imaging _____

Ophthalmic
Fetal N N _ _ N N _ _

Abdominal N N _ _ N N _

Intra-operative
(Specify)
Intra-oiperative
Neurological
Pediatric
Small Organ
(Specify)*
Neonatal
Cephalic
Adult Cephalic
Cardiac
Transesophageal

Transrectal
Tra~nsvagrna`
Tansret1hral

Intravascular
PeriperalVasclar

Laparoscopic
Musculo-SkXeltal
Conventional
Musculo-sKeletal
Superficial

Others (Specify) I I I 1 1 ______ _____

N=new indication; P= previous!)' cleared by FDA; E= added under Appendix F

Other Indications or Modes:
*~B/M

(PLEASE DONOT WITEDELOW TillS LINE-CONTNUE ON ANOTHIER PAGE IF NEEDED)

Cn,,. fCDRH-I Office of D'c E,alualion (ODE)

£ c~dominal,



Prescription Use (Per 21 CFR 801,109)

Ultrasound Device Indications Statement Page 8 of 14

510(k) Number (if known): 1< v6 I / < 1q .
Device Name : Diagnostic Ultrasound Systemn sarano- VA57R-0375WU

Fill out one form for each ultrasound system or transducer.

Indications for use: Diagnostic ultrasound imaging or Doppler analysis of the human body as follows:

__________-= - = - - -Mode of Operation--
Clinical A B Al PWD CWD Color Power Color Cobmbed Tissu Othe,
,Application Doppler (Amplitude) Velocary (Specafv Hfarmonic (specifv)
Ophthalmic______Doppler 1-aging Imaging

Fetal N NJ_ _ __ _ N N
Abdominal N N __ _ _ _ N N _

Intra-operative
(Specify)
Intra-operative
Neurological
Pediatric
Small Organ
(Specify)*
Neonatal
Cephalic
Adult Cephalic
Cardiac
Transesophageal
Transrectal
Transvaginal
Transurethral
Intravascular
Peripheral Vascular
Laparoscopic
Musculo-skeletal
Conventional
Mlusculo-skeletal
Superficial
Others (Specify)---

N-new indication; P= previously, cleared by FDA; E= added under Appendix E

Other Indications or Modes:
**3BM

(PLEASE DO) NOT WRITE BELOW THIS IANE-CONTINUE ON ANOTH[ER PAGE IF NEEDED)

CocnreoCCDR!I. Officc of-Devic Evaluation (ODE)

tk(:tg~iwve, Abdominal.

f 0evicesrb 6 /j



Prescription Use (Per 21 CER 801.109)

Ultrasound Device Indications Statement Pac-e 9 of 14

5 10(k) Number (if knowNn): tQ c ,/ zo~l /
Device Name: Dia~nostic Ultrasound System sarano. TVI IR-055U

Fill out one form for each ultrasound system or transducer.

Indications for use: Diagnostic ultrasound imaging or Doppler analysis of the human body as follows:

______ ______ _ - = - - - Mode of Operation-
Clinica Applicatio A B At P547) CHUD Color Power Color Combned Tissu Other

Doppler (Amplitude) Veloci,t (Specif,)~ Hannonc (Speqfv)
__________________ ~~~~~~Doppler Imaging ______Imaging

Ophthalmic
Fetal N NJ N N
Abdominal
Intrat-operative
(Sp e c iy)
Intra-operalive
Neurological
Pediatric
Small Organ
(Specify)* __

Neonatal
Cephalic
Adult Cephalic
Cardiac
Transesophageal
Transrectal N N ______ N N
Transvaginal N N _ __ N N

Transurethral
Intravascitlar
Peripheral Vascular
Laparoscopic
Musculo-skelelal
Conventional
Musvculo-skeletal
Superficial
Others (Specify) _ _ _ _ _ _ _ _ _ __ _ _ _ _

N~new indication; P= previously cleared by FDA; E= added under Appendix E

Other Indications or Modes:
B1 RI

(PLEASE DO NOT WRITEB[ELOW THIS LINE-CONTFINUE ON ANOTHER PAGE IF NEEDED)

Abdomninal.



Prescription Use (Per 21 CFR 801.109)
Ultrasound Device Indications Statement Page 10 of 14

510(k) Number (if'known): C- 67 el 1e 4 1
Device Name : Diagnostic Ultrasound System sarano. ECI IR-055U

Fill out one form for each ultrasound system or transducer.

Indications for use: Diagnostic ultrasound imaging or Doppler analysis of the human body as follows:

_______________ ~~Mode of Operation _ __ = -

Citnicail Application A B Al PWD CIt D Col.r Power Color Combined Taun Other
Doppler (Amplitude) Velocmn, (Specify)" Harmonic (Specify)

__________________ ~~~~~~Doppler magning I-magng _ _ _ _ _

Ophthalmic
Fetal N N ___N N
Abdominal
Intrit-operative
(Specify)
Intra-opterative
Neurological
Pediatric
Small Organ
(Specify)*
Neonatal
Cephalic
Adult Cephalic
Cardiac
Transesophageal
Transrectal N N __ N N
Transvaginal N N N N
Transurethral
Intravascular
Peripheral Vascular
Laparoscopic
Musculo-skeletal

Conventional
Musculo-skeletal
Superficial

N~new indication; P= previoush' cleared bv FDA; E= added under Appendix E

Other Indications or Modes:
B/IM

(PLEASE DO NOT WRITE BELOW THIS LTNE&CONTINUE ON ANOTHER~ PAGE IFNEEDED)
Concurrece of CERI Ofice oftevice Evaluation(ODE)

L;~,:ivo, Abdominal,



Prescription Use (Per 21 CFR 801.109)

Ultrasound Device Indications Statement Page I11 of 14

5 10(k) Number (if known) : :: a6 / ~ - /
Device Name: Diagnostic Ultrasound System sarano. UBIOR-065U

Fill out one form for each ultrasound system or transducer.

Indications for use: Diagnostic ultrasound imaging or Doppler analysis of thehuman body as follows:

Mode of Operation
Cluca~l App!ficoaon A4 B A P'D CliD Color Powr Color Combined Tusse Othier

Al P"D ~Doppler (Amtplausde) Velocity 6Specify)" Harmonic (Speaift)
Doppler Imaging Imain ______

Ophthalmic
Fetal
Abdominal
Intra-oiperative
(Specify)
Intro-operative
Neurological
Pediatric
Small Organ
(Specify)*
Neonatal
Cephalic
Adult Cephalic
Cardiac
Transesophageal
Transrectal N N __ _ _______ N N

Transvaginal
Transuiret hral
Intrav~ascular
Peripheral Vascular

Laparoscopic
Musculo-skeletal
Conventional
Musculo-skeletal

N-ne'v indication; P= previously cleared by FDA; EW added under Appendix F

Other Indications or Modes:
**B/Mt

(PLEASE DO NOT WRITE BELOW THIS LINE-CONTINUE ON ANOTHER PAGE IF NEEDED)
Cocrc f CDRH. Offi cc of`DLvice Evaluation (ODE)

: T716wtive, Abdominal,/ ~~~~~~~~Devices 9



Prescription Use (Per 21 CFR 801.109)
Ultrasound Device Indications Statement Page 12 of 14

510(k) Number (if known) : 1< psi s'~z / .
Device Name : Diagnostic Ultrasound System sarano. L,072-0501j

FillI out one form for each ultrasound system or transducer.

Indications for use: Diagnostic ultrasound imaging or Doppler analysis of the human body as follows:

________________ ~~Mode of Operation ____

Clinica Appliaton A B Al PWD CWD Color Powoer Color Combined Tissu Other
Doppler (A nplatude) Veocity (Spectfr) Hanrtonic (Speafy)

__________________ D~~~~~~~oppler Imaging __ __ _ __ Im gng __ _ __ _

Ophthalmic
Fetal
Abdominal
Infro-operative
(Specify)
Intra-operative
Neurological
Pediatric

Small Organ N N N N
(Specify)
Neonatal
Cephalic
Adult Cephalic
Cardiac
Trans esophageal
Transrectal
Trans vaginal
Transurethral
Intravascular
Peripheral Vascular N N _____ N N

Laparoscopic
Musculo-skeletal N N N N
Conventional
Musculo-skeletal
Superficial
Others (Specify) _____ _____ _____

N= new indication; P= previously cleared by FDA: E= added under Appendix E

Other Indications or Modes:
*Thyroid. Testicles- Breast

**B/M

(PLEASE DO NOT WRITE BELOW THIS LINE-CO~lNUE ON ANOTHER PAGEIF NEEDED)
C~ocurrcncc ofrCDRHl Offce, of Deuce Evaluaton (ODE)

.. cMReproductrve-. Abodminial,
>11 rMtoloqical Devices /o i



Prescription Use (Per 21 CFR 801.109)
Ultrasound Device Indications Statement Page 13 of 14

5 10(k) Number (if known) : 1:,Ia21 XZQSJQ.
Device Name : Diaenostic Ultrasound System sarano. VA20R-035U

Fill out one form for each ultrasound system or transducer.

Indications for use: Diagnostic ultrasound imaging or Doppler analysis of the human body' as follows:

________________ ~~Mode of Operation
ClincalAppicaion A B AY PWD CHWD Color Power Color Combined Tissu Oilier

Doppler (Amplhide) Velocm,t (Spectify) *Hanonic (Specify)
___________________ Do~~~~~~pqpler Imaging Imain __ _ __ _

Ophthalmic
Fetal N N N N _

Abdominal N N _ N N
Intra-operative
(Speci~fy)
Intra-operative
Neurological
Pediatric
Small Organ
(Specify)
Neonatal
Cephalic
Adult Cephalic
Cardiac N N _ N N _

Transesophageal
Transrectal
Transvaginal
Transurethral
Intravascular
Peripheral Pascular

Larsoic'
Alusculo-skeletal
Conventional
Musculo-skeletal
Superficial
Others r'Speqif ):_ _ __ _ _ __ _ _ __ _ __ _ _ I_ _ __ _ __I_ _

N=new% indication; P= previously cleared by FDA; E= added under Appendix E

Other Indications or Modes:
**B/M

(PLEASE DO NOTIWRITE BELOW TtilS LINE-CONTINUE ON ANOTHER PAGE IF NEEDEDI

"i xmrinal,



Prescription Use (Per 21 CFR 801.109)
Ultrasound Device Indications Statement Page 14 of 14

510(k) Number (if known): t 0 / K/ /
Device Name: Diaenostic Ultrasound System sarano. VA57R-0375U

Fill out one form for each ultrasound system or transducer.

Indications for use: Diagnostic ultrasound imaging or Doppler analysis of the human body as follows:

Mode of Operation
Clinical A B At PWD CWD Color P.' Color Combnd T e Ot
Application Doppler (Amplttudc) }teocto, (Spectf.)* Haronic (Specft)

Doppler Irruging _____ Imaging _____

Ophthalmic
Fetal N N N N
Abdominal N N N N
intra-operative
(Specify)
Intra-operative
Neurological
Pediatric
Small Organ
(Specify)
Neonatal
Cephalic
Adult Cephalic
Cardiac
Transesophageal
Transrectal
Trans'aginal
Transurethral
Intravascular
Peripheral lVscular

Laparoscopic
Musculo-skeletal

Conventional
Musculo-skeletal
Superficial
Others (Speciffv)
N= new% indication: P= previously cleared by FDA; E added under Appendix E

Other Indications or Modes:
* B/M

(PLEASE DO NOT WRITE BELOW TILS LINE-cON.TINUE ON ANOTHER PAGE IF NEEDED}
Concurrnc oC CDRORK Office of Devc Evaluation (ODE)

(Dvi io Sign..Off)

,!',ionof Reproductive Abdominal,

;( 'd~(qr~cal Devices /-c~44


